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A B S T R A C T
Electro-optical deflectors provide a very attractive means of laser scan-
ning in coordinate-targeted super-resolution microscopy due to their
high scanning precision and high scanning velocity. Setups equipped
with electro-optical deflectors demonstrate especially high resolving
powers, fast imaging and reduced photobleaching.
Two major shortcomings limit a widespread application of such de-
vices. Their polarizing properties prevent de-scanning causing either
a loss in signal or an increased background signal and the restricted
deflection angles severely narrow the field of view.
Herein, I report solutions to both of these problems. The polariza-
tion issue is evaded via a passive polarization rectifier that allows
unpolarized light to pass the laser scanner. The field of view is nearly
doubled through a digital light deflector composed of a Pockels cell
and a Wollaston prism. This principle could be extended by N stages
of the same kind yielding a field of view enlargement by a factor of
2N. Thus, the work at hand paves the way for ultrafast electro-optical
laser scanning with a large field of view.
Z U S A M M E N FA S S U N G
Aufgrund ihrer präzisen und äußerst schnellen Laserstrahlablenkung
eignen sich elektrooptische Deflektoren im besonderen Maße für die
Anwendung in hochauflösenden Laserscanning-Mikroskopen jenseits
der Beugungsgrenze. Versuchsaufbauten mit elektrooptischen Deflek-
toren zeichnen sich durch besonders hohes Auflösungsvermögen, ho-
he Bildraten sowie der Reduktion von Bleichprozessen aus.
Zwei wesentliche Nachteile verhindern jedoch die weite Verbrei-
tung solcher Scanner. Die polarisierenden Eigenschaften der dabei
eingesetzten Kristalle bedingen entweder einen deutlichen Signalver-
lust oder einen Anstieg des Hintergrundsignals. Des Weiteren wer-
den die Ausmaße des Bildfelds durch die kleinen Ablenkwinkel stark
eingeschränkt.
In der vorliegenden Arbeit präsentiere ich Lösungen für beide Pro-
bleme. Ein passiver Polarisations-Gleichrichter erlaubt auch unpola-
risierter Strahlung, den Laserscanner in zwei eng beieinander liegen-
v
den Strahlen zur passieren. Das Bildfeld des elektrooptischen Deflek-
tors wird durch einen digitalen Strahlablenker mithilfe von Pockels-
zellen nahezu verdoppelt. Dieses Verfahren kann durch N solcher
Elemente erweitert werden, sodass sich das Bildfeld theoretisch um
den Faktor 2N vergrößern lässt. Somit liefert diese Arbeit die Grund-
lagen für einen elektrooptischen Laserscanner, der sehr schnell große
Bildfelder abtasten kann.
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I N T R O D U C T I O N
Light microscopy enables fascinating insights into the microcosm of
life itself. It is one of the key techniques in life science and provides
access to a better understanding of biology across many orders of
magnitude in time and space. The use of visible light allows for mini-
mally invasive imaging - even of living cells - and a direct observation
with the human eye.
However, the use of visible light is also causing one of the major
restrictions: already in the late 19th century, it was shown that the
resolution of a light microscope is limited to about half the wave-
length of the used light [1]. During the 20th century, the technique
approached this barrier and some sophisticated microscopy methods
achieved even slightly higher resolutions [2–6]. Yet, there was still
a yawning gap between the attainable resolution and the observed
features: while the resolution of a conventional light microscope is
∼200nm, the molecular scale is in the order of single nanometers.
It was not until the beginning of this century that the limiting
diffraction barrier could be fundamentally broken by stimulated emis-
sion depletion (STED) microscopy [7]. Resolving features no longer
just depends on the focusing capability of the objective lens, but also
on the distinction of different molecular states. Deliberately switch-
ing between various states is the key to all the varieties of super-
resolution methods published so far [8].
For this purpose, STED microscopy usually applies a doughnut-
shaped STED laser beam that drives excited molecules back to their
non-fluorescent ground state at the periphery of an excitation pat-
tern and thereby shrinks the effective excitation volume. Scanning
this reduced volume across the specimen of interest yields a super-
resolution image beyond the diffraction barrier.
The STED laser intensities necessary for resolutions in the order
of tens of nanometers are so high that unwanted effects like pho-
tobleaching often impair the imaging process. However, the extent
strongly depends on the fluorophore, its environment and a various
technical parameters. A better understanding of the underlying ef-
fects can significantly help to cope with photobleaching and to find
ways to enhance the photon yield as well as the attainable resolu-
tion [9–13].
Particularly fast laser scanners are mere physical means to coun-
teract such bleaching processes: they ensure more uniform spreading
of the light dose across the sample in space and time. Thereby, each
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pixel is addressed more often but with shorter dwell times compared
to conventional laser scanning which typically addresses each pixel
only once. This reduces the number of laser cycles a pixel experiences
at a time. Thus, fluorophores get time to relax from transient molec-
ular dark states which are prone to photobleaching, before they are
addresses again in the next scanning round [14–16].
An electro-optical deflector (EOD) offers extraordinarily high fre-
quencies of light deflection. The laser scanning speed is rather lim-
ited by the fluorescence lifetime of the imaged fluorophores and not
by mechanical and technical restrictions. An up to fivefold increase
of the photon yield could be demonstrated [16].
Nevertheless, EODs exhibit two considerable disadvantages. In an
ordinary mirror based laser scanning microscope, the unpolarized flu-
orescence emission passing the laser scanner results in a de-scanning
of the beam back to a stationary beam in the detection path. Subse-
quently, it can be focused on a confocal pinhole to suppress out-of-
focus light. As the EOD crystals transmit only polarized light in the
desired manner, choice has to be made. Either de-scanning accompa-
nied by a signal loss (factor of two) or using a confocal slit, instead of
a pinhole, resulting in inferior background suppression must be ac-
cepted. The second shortcoming of an electro-optical laser scanner is
the small deflection angle that significantly restricts the field of view.
In the course of this thesis, I present solutions to both of this prob-
lems. The unpolarized fluorescence emission can be polarized by a
polarization rectifier presented in section 4.2. A larger part of this
work is dedicated to the second problem of the limited field of view.
I nearly doubled the range of the EOD with a so-called digital light
deflector (DLD) consisting of a Pockels cell to switch between two
polarization states and a Wollaston prim that deflects each of these
states by a distinct angle.
In principle, the field of view can be further extended by N ele-
ments of the same kind. The enlargement of the scan range scales
therefore with 2N. Thereby, this work lays the foundation for an
electro-optical laser scanning system that covers a large field of view
without major downsides.
This thesis is structured as followed: chapter 2 covers the basic prin-
ciples of this work: fluorescence microscopy and its super-resolution
varieties, ultrafast laser scanning with an EOD and the Pockels effect
that underlies the electro-optical beam deflection and digital light de-
flection. Chapter 3 discusses the three major experimental concepts
of this work: the easySTED setup that ensures particularly robust
alignment, the electro-optical deflector, and the digital light deflector
designed to extend the scan range of the EOD.
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The experimental results are presented in chapter 4. Section 4.1
shows measurements with the conventional STED setup using an
EOD, section 4.2 explains the polarization rectifier that enables true
confocal detection and section 4.3 contains the results obtained with
the newly designed STED setup featuring an electro-optical laser
scanner with an extended field of view and true confocal detection.
The results are discussed in chapter 5 where I also propose a concep-
tual design of an ultrafast laser scanner that could cover a large field
of view (section 5.3).
2
B A S I C P R I N C I P L E S
The following chapter covers the basic principles underlying the ex-
perimental work of this thesis. First, I explain the appeal of fluores-
cence imaging in the life sciences and the demand for super-resolution
imaging beyond the diffraction barrier. Second, I set out the benefits
of ultrafast electro-optical laser scanners for STED microscopy as well
as the concomitant shortcomings. The third part deals with the Pock-
els effect that is the basis for electro-optical laser scanning but also
for the digital light deflector presented herein.
2.1 optical nanoscopy
Fluorescence microscopy is a very powerful tool for biomedical re-
search. First of all, it is a minimally invasive procedure allowing for
life cell imaging using visible light. It is very persuasive as the ob-
server can often directly see the object of interest by his own eyes.
Essential features are the unmatched specificity and contrast given
by the diverse labeling possibilities like antibody staining, genetically
encoded tags and fluorescent proteins as well as the feasibility of mul-
ticolor imaging, i.e. imaging multiple species within one sample [17–
20]. As a result, structures of interest, mostly proteins, can be stained
by fluorescent dyes in very close proximity. The distribution of the
sought-after structure within a sample is obtained by imaging the
fluorescent markers.
The task of a fluorescence microscope is to image the distribution of
the molecular labels with a resolution in space (and time) that is suf-
ficient to answer the initial question. While the size of the fluorescent
labels is in the range of few nanometers, the resolution of a conven-
tional fluorescence microscope is limited to about half the wavelength
which is why an image of fine sub-cellular features appears blurred
for the case of visible light.
Due to its wave nature, light is diffracted whenever it encounters an
aperture or any other obstacle. According to the Huygens principle,
every point reached by a wave becomes a source of a spherical wave
and the form of the subsequent waves is given by the sum of these
spherical waves [21].
A long lasting believe was therefore that the resolution of a light
microscope is limited by diffraction as formulated by Ernst Abbe in
4
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1873, saying that the resolution of a lens based imaging system cannot
be higher than [1]:
dx,y =
λ
2n · sin(α) (1)
in the focal plane, where λ is the wavelength of light, α is the half
aperture angle of the objective lens and n is the refractive index of
the medium. The diffraction limit in axial direction is [22]:
dz =
λ
2n · sin2(α/2) (2)
The wavelength is determined by the fluorescent marker in use. The
aperture angle is in practice constrained by the lens construction and
the refractive index is typically ∼ 1.3 for water immersion and ∼ 1.5 for
oil immersion. The refractive index and the aperture angle are often
combined in one number as a key parameter of an objective lens, the
numerical aperture NA =nsin(α) which is ≈ 1.4 for a high-NA oil
immersion objective. The resulting attainable resolution is typically
200nm in the focal plane and 450nm in axial direction.
What does the term resolution stand for? Resolving features means
telling them apart. The resolution of a microscope defines the mini-
mal distance d of two objects of the same kind in the focal plane that
can still be distinguished.
A common benchmark for the resolution is the full width at half
maximum (FWHM) of the point spread function (PSF) which denotes
the response of an imaging system to a point source [23]. In practice,
it is approximated by measuring a single object with extent <d. The
resolution is obtained by fitting e.g. a two-dimensional Gaussian dis-
tribution to the measurement data.
As the resolution of a conventional light microscope is restricted
to ∼ 200nm in the focal plane, even a single fluorescent molecule of
∼ 1nm size appears as a blurred spot of 200nm size on a detector. In
analogy, also a laser beam cannot be focused down to an arbitrarily
small spot - it is limited by diffraction as well.
The consequences are depicted in figure 1: a structure of interest
is labeled by fluorescent markers. A focused laser beam is scanned
across the sample to selectively excite the fluorophores and generate a
fluorescence image. Due to diffraction, the laser spot is larger than the
structural features resulting in a large number of molecules excited
at the same time. In addition, diffraction blurs the emitted signal of
every single fluorophore when imaged on a detector.
This very principle is applied in a confocal laser scanning micro-
scope [2, 3]: a Gaussian-shaped excitation laser is focused into the
specimen by a high-NA objective lens to excite fluorophores within a
diffraction-limited volume. The excited molecules emit fluorescence
light that is collected by the objective and focused onto an confocal
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excited
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emission
Figure 1: Left: a diffraction-limited excitation spot (green) is much larger
than the fluorescent labels (blue) of the structure of interest (gray).
Several molecules are consequently excited at the same time (cen-
ter) and their fluorescence emission appears blurred when de-
tected (on the right).
pinhole in a conjugated focal plane before it is measured by a sen-
sitive photodetector. A simplified sketch is depicted in figure 2. The
focused laser is scanned across the field of view pixel by pixel, while
the confocal pinhole suppresses out-of-focus light (cf. figure 2) result-
ing in a high-contrast image of a thin section of the sample. Besides
the contrast enhancement, this so-called optical sectioning enables
the reconstruction of three-dimensional structures at predominantly
diffraction-limited resolutions.
excitation
lens
detector
objective lens
dichroic ﬁlter focal plane
out-of-focus
lightemission
pinhole
Figure 2: Sketch of a confocal microscope.
A fluorescence microscope drives an energy transition between two
states of a fluorophore: the ground state S0 and the first excited state
S1. The molecule is excited to a vibrational level of the first excited
state S∗1 by absorbing a photon with an energy larger than the differ-
ence of the two energies: hν > ES1 − ES0 , from where it relaxes to S1
within picoseconds. Usually, the molecule relaxes to the ground state
by fluorescence: it spontaneously emits a photon of wavelength λfl.
The fluorescence lifetime is typically in the range of few nanoseconds.
Due to the fast relaxation of vibrational states, the energy needed to
excite a molecule is larger than the emitted energy, the fluorescence
wavelength is red-shifted against the excitation wavelength. The fluo-
rescence signal is easily separated from excitation light by a spectral
filter.
The key to overcome the diffraction barrier is to read out the emit-
ters sequentially by taking advantage of the different states of fluores-
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Figure 3: Jablonskli diagram of of fluorescent molecule showing the state
transitions absorption (green), fluorescence (orange) and stimu-
lated emission (red).
cent markers. By now, several so-called super-resolution techniques
(SR) have been developed. The first method to break the diffraction
barrier was stimulated emission depletion microscopy (STED) [7, 24].
I elucidate the principle in the following.
The most important transition for STED microscopy is stimulated
emission: a molecule in an excited state quickly relaxes to a lower
energy level when hit by a photon whose energy equals the energy
difference of the two states. The transition results in a second photon
that is an exact copy of the photon that stimulates the transition [25].
Thus, stimulated emission allows us to switch deliberately between
the excited state and the ground state. The corresponding energy tran-
sitions are sketched in figure 3.
The probability for stimulated emission increases with the intensity
of light at the corresponding wavelength. The transition saturates as
the number of molecules switched off can only be as large as the
number of molecules excited in the first place. The resulting fluores-
cence ability of an excited fluorophore is proportional to exp(−I/Is),
where Is denotes the saturation intensity that is different for each flu-
orophore (typically in the order of GW/cm2). At intensities I≫ Is, the
molecule is virtually forced to the ground state and the probability to
find it in the excited state is vanishingly low.
This effect is utilized by rendering the beam profile of a STED laser
doughnut-shaped with a central zero. A coaligned excitation laser
with a Gaussian shape - focused by the microscope objective - ex-
cites fluorescent molecules within the diffraction limited volume. Due
to the doughnut shape, the STED laser will force the excited fluo-
rophores to the ground state primarily at the periphery of the excited
volume while the zero ensures full fluorescence ability in the center.
Increasing the intensity of the STED laser reduces the region from
where fluorescence is still possible, i.e. the effective PSF. By scanning
the downsized PSF across the specimen, one obtains an image whose
resolution is not limited by diffraction as depicted in figure 4. The
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Figure 4: The STED principle: fluorophores are excited by a diffraction-
limited excitation spot (green) and switched off again at the pe-
riphery by a doughnut-shaped STED laser (red). Increasing the
intensity of the STED laser further reduces the PSF, scanning with
the reduced PSF yields a super-resolution image.
resolution of a STED microscope is given by [26]:
dSTED =
λ
2NA ·√1+ I/Is (3)
where I is the intensity of the STED laser. STED is in principle able
to resolve details on the molecular scale. Already shortly after the first
implementations of STED, resolutions of λ/25 were reported clearly
overcoming the diffraction limit by a large factor [27].
In the course of time, additional super-resolution techniques were
reported. Ground state depletion (GSD) and reversible saturable op-
tical linear fluorescence transitions (RESOLFT) microscopy use simi-
lar switching schemes as STED [28–30]. All three methods share the
principle of deliberately switching between bright and dark states to
confine the PSF in space. Therefore, they are regarded as coordinate-
targeted.
The second class of super-resolution methods can accordingly be
denoted as coordinate-stochastic and is often referred to as single-
molecule localization microscopy. These methods are based on the
findings, that single molecules are detectable and that single emitters
can be localized with almost arbitrarily high precision if a large num-
ber of photons is detected [31–33]. The most prominent varieties are
stochastic optical reconstruction microscopy (STORM) and (fluores-
cence) photo-activated localization microscopy (PALM and FPALM)
[34–36].
Again, switching between bright and dark states enables breaking
the diffraction barrier: single fluorescent molecules are prepared in
such a way (e.g. by the use of photoactivatable fluorescent proteins)
that only few molecules in the focal plane are in a bright state. If
the distance between these molecules is larger than the diffraction
limit, they can be easily resolved, typically by imaging on a camera.
The single molecules are localized by determination of the centroid
position with a precision given by d/
√
N , where d is the diffraction-
limited resolution and N is the number of detected photons [37].
Afterwards, the molecules are switched to the dark state and an-
other subset of molecules is prepared in the bright state. This step is
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iterated until all molecules are registered. The super-resolution image
is composed of the single molecule localizations.
activated
molecules
emission
excitation
Figure 5: Single-molecule localization methods prepare a subset of fluo-
rophores in a bright state. Only these activated molecules emit
fluorescence and can be localized by centroid fitting.
In conclusion, stochastic as well coordinate-targeted methods offer
means to significantly overcome the diffraction limit and resolve de-
tails on the nanoscale. Therefore, they are also regarded as optical
nanoscopy. In practice, they share the increased amount of effort to
achieve higher resolutions due to the square-root scaling.
The stochastic methods require careful sample preparation with re-
gard to labeling density and buffer solution to maximize the number
of detectable photons per fluorescent molecule. The resulting image
has to be reconstructed which can be prone to artifacts [38, 39].
The coordinate-targeted methods require relatively elaborate opti-
cal setups. The resolution is often limited by the available intensity
of the STED laser, the quality of the zero and photobleaching of fluo-
rophores [9, 40, 41].
Coordinate-targeted techniques like STED offer conceptional bene-
fits. As the resolution gain is achieved by a direct confinement of the
fluorescence volume, the raw data represents the actual distribution
of the imaged fluorophores. The experiment can be adapted to the
actual purpose by tuning the STED laser power (i.e. intensity in the
focal plane). While a decreased power results in poorer resolution, the
signal-to-noise ratio is increased due to the larger detection volume.
In addition, photobleaching is often reduced.
Light induced damages can be further reduced by using longer
STED laser pulses [10], by the use of multiple off states [11], by indi-
vidually changing the exposure for each pixel during image acquisi-
tion [12] or by relaxation of transient molecular dark states in between
switching cycles [13]. A similar result can be obtained with particu-
larly fast laser scanners as discussed in the following.
2.2 ultrafast laser scanning
Fast laser scanners potentially speed up image acquisition and reduce
photobleaching as explained below. For this purpose, one axis of the
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scanning unit is usually implemented by a fast-moving device like a
resonant galvanometer scanner. Galvanometer scanners offer line fre-
quencies in the order of one kilohertz while resonant galvanometer
scanners are operated at up to 20kHz, albeit with a nonlinear sinu-
soidal scanning function (versus time) causing different dwell times
along the fast-moving axis [42].
A fast laser scanner composed of these two devices scans quickly
back and forth along its fast axis, while the second axis can be op-
erated by a conventional galvanometer scanner. The resulting scan
scheme in the focal plane is sketched in figure 6. Such a scanning
system allows to scan a two-dimensional field of view with up to
200Hz [43, 44].
fast axis
slow axis
Figure 6: Laser scanning is sped up by a fast laser scanner (e.g. resonant
galvanometer, electro-optical deflector) on one axis and a conven-
tional galvanometer scanner on the second axis.
A side effect of fast scanning is a more uniform spreading of the
light dose across the specimen in time and space that can reduce
photobleaching and increase the fluorescence yield. Each fluorophore
encounters a reduced number of laser cycles per frame which slows
down photobleaching processes as these usually occur from excited
or triplet states [14, 15]. The time between two consecutive frames is
sufficient for relaxation of transient molecular dark states [13]. Due
to reduced photobleaching, each molecule can emit more photons.
This effect is maximized by an ultrafast electro-optical deflector
(EOD) that scans at the fundamental limit of the fluorescence lifetime:
an even faster scanner would prevent the detection of the emitted flu-
orescence [16]. The development of the laser scanner is documented
in [45]. It was the basis for the experiments presented in this thesis
and is described in section 3.2.
The electro-optical scanner covers 8µm in the focal plane along the
fast-moving axis at a frequency of 250kHz with a voltage amplitude
of 2kV. Dividing the fast axis into 400 pixels of 20nm size yields a
pixel dwell time of 5ns. Only every tenth pixel is addressed when illu-
minating the sample with pulsed lasers at 20MHz repetition rate. The
illumination pattern is moved by the lateral extent of approximately
one diffraction-limited spot before the next laser pulse reaches the
sample (cf. figure 7).
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Figure 7: The ultrafast electro-optical laser scanner moves the focused laser
beam by one diffraction-limited spot between consecutive laser
pulses. The grid has a pixel size of 20nm.
One image has to be composed of at least ten scanning frames
to probe each pixel once. An equal distribution of laser pulses is
achieved by probing with a laser repetition rate that is offset versus
multiples of the scanner frequency to avoid probing the same pixel
over and over as well as aliasing effects.
Instead of being exposed to thousands of laser cycles in one frame,
a fluorophore is excited stochastically only every few frames. Tran-
sient molecular dark states can relax resulting in decreased photo-
bleaching. That way, details could be resolved that would not be ac-
cessible with conventional scanning due to bleaching processes [16].
To image dynamic processes, the effective image frame rate can
be adjusted by accumulating a certain number of scanning lines or
scanning frames. The image frame rate is in practice rather restricted
by the brightness of the sample and not by the scanning speed of the
beam.
Electro-optical deflectors are known for the high scanning preci-
sion [46]. In MINFIELD-STED, two such EODs scan image regions
of subdiffraction extend. Thereby, the specimen in the center (e.g. a
virus particle) does not suffer from the high intensities of the STED
laser resulting in increased signal and reduced bleaching [9].
Electro-optical scanners are also used in the super-resolution tech-
nique MINFLUX that combines the strengths of coordinate-targeted
and stochastic methods and potentially outperforms both of them.
Sparsely switched-on photon emitters are localized by means of fluo-
rescence signal probing at certain positions with a doughnut-shaped
excitation pattern yielding a high resolution at a potentially very
low emission photon budget (1nm localization precision, resolution
< 6nm) and unmatched tracking abilities in terms of speed, observa-
tion duration and photobleaching [47].
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2.3 the pockels effect
This section covers the Pockels effect which causes a change of the op-
tical properties in a crystal by surrounding electric fields. The effect
enables laser scanning with an EOD as well as polarization manipula-
tion. Due to the lack of moving parts, it occurs almost with the speed
of light which yields < 50ps response time for typical crystal dimen-
sions [46]. The speed of an electro-optical device is merely limited by
the generation of the electric field.
One advantage of lasers as light sources is that they are in prac-
tice often designed to deliver linearly polarized light which means
that the electric field of the emitted light oscillates in the same di-
rection specified by two transversal components. By means of polar-
ization, light can be modified in multiple ways: polarizers can trans-
mit light of a specific polarization and block other components [23].
Waveplates exploit the birefringence of anisotropic crystals where the
refractive index, i.e. the speed of light, in the material is dependent on
the polarization and the propagation direction. A beam of light prop-
agating along the optic axis - defined as the crystal axis that does not
exhibit birefringence - is not subject to double refraction, but the two
polarization components propagate with different speeds of light, one
is retarded with regard to the other [23]. The corresponding crystal
axes are called slow axis and fast axis, respectively.
A quarter-wave plate causes a relative phase retardation of π/2, i.e.
λ/4, (and any added multiple of 2π). A properly oriented quarter-
wave plate converts linearly polarized light to circularly polarized
light and vice versa. A half-wave plate mirrors the polarization through
the plane formed by the optic axis and the fast axis. It rotates the po-
larization orientation of linearly polarized light by an angle that can
be adjusted by changing the orientation of the fast axis.
A similar retardation can be obtained with electro-optic crystals
that change their refractive index in the presence of surrounding elec-
tric fields due to reorientation of charge carriers. The linear electro-
optic effect or Pockels effect states [23, 48]:
∆n = n30 · r · E (4)
where r is the electro-optic tensor that depends on the direction of
the electric field and the polarization of light in relation to the crys-
tal orientation, n0 is the unmodified refractive index of a direction of
non-zero r and E is the component of the electric field in the corre-
sponding direction. Usually only few elements of r are non-zero [42].
The Pockels effect is directly applied in EODs where a gradient of
refractive index changes the direction of light propagation indepen-
dently of the wavelength (cf. section 3.2).
A Pockels cell can serve as a waveplate with tunable phase retarda-
tion. In a transversal Pockels cell, electrodes mounted to an electro-
2.3 the pockels effect 13
optic crystal of thickness d generate an the electric field perpendicular
to passing laser beams as shown in figure 8.
V
l
d
Figure 8: Electrodes on top and bottom of a transversal Pockels cell generate
an electric field perpendicular to the propagating laser beam (red).
The proper crystal orientation ensures that the induced change in
the refractive index according to equation 4 retards the two polariza-
tion components relative to each other with an adjustable retardation
given by the induced birefringence and the length l of the crystal. The
half-wave voltage Vλ/2 of a transversal Pockels cell is calculated by
use of equation 4:
λ/2 = ∆n · l = n30 r E · l = n30 r l · V/d
⇒ Vλ/2 =
λ
2n30 r
· d/l .
The dependence on the crystal length provides means to obtain
a relatively low half-wave voltage. For the transversal RTP Pockels
used in the experiments reported herein (cf. section 3.3), the half-wave
voltage is < 1kV for visible light while longitudinal Pockels cells of
other materials often require a multiple (∼ 3 - 7kV) [49].
Electro-optical crystals can exhibit intrinsic birefringence along the
direction of light propagation. This undesired phenomenon interferes
with the change of the refractive index induced by the Pockels effect.
Instead of a defined polarization modulation one obtains elliptically
polarized light.
The intrinsic birefringence is compensated by using an even num-
ber of crystals with different orientations to ensure that the two polar-
ization components propagate along the fast axis and the slow axis
for the same amount of time. This compensation is also applied to
the electro-optical devices used herein: in the case of the EOD, four
crystals are rotated by 45° against each other, the Pockels cells con-
sist of two crystals oriented at 90° to each other. These schemes also
compensate for temperature effects.

3
E X P E R I M E N TA L M E T H O D S
The primary goal of this thesis was to build an easy to use STED setup
with an ultrafast electro-optical laser scanner. In addition, I tackled
two substantial disadvantages of the electro-optical deflector: the lack
of true confocal detection and the limited field of view. In the follow-
ing chapter, I present the three major experimental concepts utilized
to achieve this goal.
The first concept is the easySTED microscope, a setup design with
particularly robust alignment suitable for routine super-resolution
imaging. It served as a reliable basis for all experimental work re-
ported herein. Second, electro-optical deflection (EOD) allows for ul-
trafast laser scanning while reducing photobleaching in STED nano-
scopy. Thus, it is a promising technique for imaging dynamic pro-
cesses as well as samples prone to bleaching. The third concept of
digital light deflection (DLD) is an almost forgotten laser scanning
technique that was once considered as the future of bright display
applications [50]. I used it to extend the limited field of view of the
electro-optical laser scanner.
3.1 the easysted microscope
As mentioned in section 2.1, the STED concept employs a doughnut-
shaped STED laser that is coaligned with an excitation laser to narrow
down the region of allowed fluorescence. Therefore, both laser beams
must overlap within the diffraction-limited spot in the focal plane.
Thermal drift can destroy this overlap which calls for realignment on
a regular basis.
In the easySTED concept, excitation and STED lasers share the ex-
act same beam-path and are therefore coaligned by design. A par-
ticular arrangement of chromatic waveplate segments placed in the
back focal plane of the objective shapes the STED light to form the
required doughnut-like pattern while leaving the excitation beam un-
altered [51]. Thereby, it allows for simplified adjustment and stable
alignment.
Its most important part is the so-called easySTED phase plate, a
segmented waveplate that consists of four low-order waveplates ce-
mented together in a special orientation. The wavelength-dependent
retardation intentionally affects excitation and STED lasers differently:
it is typically designed to result in 3 λ retardation for the excitation
laser and 2.5 λ for STED. The single elements behave like a λ/2 plate
15
16 experimental methods
for the STED wavelength without altering the polarization at the ex-
citation wavelength.
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Figure 9: The segmented waveplate (blue) ensures that light from opposing
segments interferes destructively in the focal plane for all compo-
nents of the circularly polarized STED laser beam resulting in a
central zero.
The effect of the SWP at the STED wavelength is illustrated in fig-
ure 9: the circular polarization of the incoming laser light is depicted
as decomposition into vertical and horizontal polarization with π/2
phase retardation. Each polarization component impinges onto the
four phase plate segments, where the polarization is rotated accord-
ingly. The components from opposing segments point in antiparal-
lel direction resulting in destructive interference in the focal plane.
Hence, the focused STED laser beam features a central zero.
A confocal microscope can in principle be updated to a STED nano-
scope by just adding a suitable SWP in a conjugated pupil plane of
the objective and a coaligned STED laser.
The coalignment of the STED beam and the excitation beam is en-
forced by a single-mode optical fiber (SMF) additionally rendering
imperfect beam profiles Gaussian-shaped. Most STED lasers are fiber
lasers that can be efficiently coupled into single-mode fibers. More-
over, the SMF splits the optical setup into two sections of lower com-
plexity. Therefore, it simplifies maintenance: if one laser has to be
replaced the new one can be aligned by simply maximizing the fiber
coupling efficiency.
A basic easySTED setup is depicted in figure 10. The STED laser
and the excitation laser are combined by a spectral bandpass filter
(BP), typically a longpass that reflects at the excitation wavelength
and transmits at the STED wavelength. The lasers are coupled into
the single-mode fiber as discussed above. A scan lens focuses the
coaligned laser beams into the conjugate focal plane of the micro-
scope where four galvanometric mirrors (QuadScanner) allow to move
the focused beam through the intermediate image plane in a fast and
precise manner [52]. A λ/4-waveplate in the microscope body renders
incoming laser light circularly polarized. The SWP in the back focal
plane generates the STED doughnut. The microscope objective lens fo-
cuses the two lasers and collects emitted fluorescence photons which
take the same path backwards being de-scanned by the QuadScanner.
The fluorescence is decoupled from the illumination path by a spec-
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Figure 10: Sketch of a typical easySTED microscope: STED and excitation
lasers are combined by a bandpass filter (BP) and coaligned by
a single-mode fiber (SMF). The beams are scanned by 4 galvano-
metric mirrors in QuadScanner arrangement (QS) in a conjugate
focal plane generated by the scan lens (SL) and the tube lens (TL).
The segmented waveplate (SWP) renders the STED zero. The ob-
jective lens focuses the lasers in the sample plane and collects the
fluorescence emission which is filtered by a BP and subsequently
detected by an avalanche photo diode (APD).
tral bandpass filter, focused onto the confocal pinhole to suppress out-
of-focus light and detected by an avalanche photo diode (APD) capa-
ble of single photon counting. The setup can be extended by multiple
lasers and detection channels resulting in a low-maintenance multi-
color nanoscope for the life sciences [53].
3.2 electro-optical laser scanning
The Pockels effect, discussed in chapter 2.3, can be utilized for laser
scanning with suitable electro-optic crystals. An electro-optical deflec-
tor (EOD) is designed in such a way that a passing laser beam encoun-
ters a gradient of the refractive index in one direction. Thereby, the
wavefront travels with different speeds resulting in a linear deflection
in dependence of the applied voltage.
The electrode arrangement is depicted in figure 11. In this example,
the change in refractive index caused by the Pockels effect will only
occur along the optic axis of the crystal. The relevant field compo-
nents with a gradient perpendicular to the optic axis are sketched in
blue (other components in light blue). The resulting gradient in the re-
fractive index (green) is perpendicular to the optic axis of the crystal.
Along this direction, the speed of light will be affected accordingly
(red). The wavefront is deflected (black).
The lack of moving parts renders electro-optic laser scanning vir-
tually free of inertia, mechanical noise, drift and wear. The response
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Figure 11: Schematic cross section through an electro-optical deflector with
electrodes in quadrupole arrangement. A gradient of the electri-
cal field (blue) results in a changing refractive index (green) and a
changing speed of light (red) which causes a deflection of passing
laser beams. Adapted from [45].
to applied voltages is quasi instantaneous as electric fields are estab-
lished at the speed of light in the material [46] corresponding to less
than 50ps for typical materials and dimensions. Scanning velocity
and accuracy are solely governed by the ability of the voltage driver
to generate the corresponding signal. Electrically, the EOD is a capac-
itive load (typically 50-200pF). For high scanning velocities and ran-
dom access operation, the necessary currents to charge the electrodes
are accordingly high.
Due to the generally low electro-optic coefficients (∼1-100pm/V),
the achievable deflection angles are rather small. High voltages in
the range of kilovolts are needed to yield deflection angles of sev-
eral mrad. The deflection angle is additionally restricted by the ge-
ometry of the crystal. Large apertures demand even higher voltages
and larger currents, but also the crystal fabrication is more elaborate.
Small apertures on the other hand, restrict the laser beam diameter. A
following expansion of the beam would reduce the deflection angle
by the used expansion factor.
The first implementation of an EOD in STED nanoscopy aimed for
high laser scanning velocities and large deflection angles [16]. The
same scanner was used in all experiments presented herein which is
why I give a detailed description in the following. The choice for a
specific EOD (Conoptics M311A) was made with regard to the achiev-
able deflection angle. It has an aperture of 2.5mm, a capacitance of
180pF and a length of 22 cm. It contains four crystals with an elec-
trode arrangement as shown in figure 11 rotated by 45° against each
other to compensate temperature effects and intrinsic birefringence
(cf. section 2.3). The crystals are made of AD*P (deuterated ammo-
nium dihydrogen phosphate). The beam diameter was optimized to
allow for the largest effective field of view [45].
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As a result, the high voltage driver was required to provide the
EOD with ± 1kV to take advantage of the full aperture and 180mA
to charge the electrodes at the desired frequency of 250kHz, with
a preferably linear driving function. The voltages cannot be further
enhanced without risk of damage to the crystals. Schneider et al.
achieved this by building a multi-resonant circuit made of a suitable
coil as inductance and the capacitive EOD as LC element [16, 45]. The
linearity of the driver is increased by a second LC element with three-
fold resonance frequency to synthesize a triangular function from two
sinusoidal ones as shown in figure 12. The voltage is generated by a 2-
stage amplifier made of two broadband operational amplifiers (Texas
Instruments THS4601) and two fast power amplifiers (Cirrus Logic
PA119CE). A detailed description can be found in [45].
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Figure 12: The triangular target function of the voltage driver is approxi-
mated by two sinusoidal functions.
The described electro-optical laser scanner was used for the exper-
iments presented herein. Only the link between the LabVIEW based
control software and the EOD driver was redone. The two sine func-
tions at 250kHz and 750kHz are plotted with 100 positive data points
per period and the whole function is converted into an analog sig-
nal by a dual-channel digital-to-analog converter (Texas Instruments
DAC5652). The second channel is used to generate the complemen-
tary signal.
Both signals are connected to the differential inputs of the EOD
driver were the desired high voltage is generated. Due to the double-
resonant design and the high quality factor, each LC circuit will only
pick up the corresponding frequency components and smooth out the
signal. Amplitudes and phases of each sine can be tuned within the
calibration tab of the program to adjust the range and the linearity of
the resonant scanner.
3.3 digital light deflection
Even with the resonant high voltage driver, the deflection angle of
the EOD was quite limited, as discussed in section 3.2. This leads to
a small field of view of ∼ 8µm when used as a scanning scheme in a
laser scanning microscope. To address larger fields, the range of the
20 experimental methods
EOD can be extended (doubled) when it is combined with a so-called
digital light deflector (DLD), as described in this section.
As the name suggests, a DLD provides two discrete scanning states.
Its key components are elements that allow for fast polarization ma-
nipulation like Pockels cells and Kerr cells, and polarizing prisms
that deflect light in dependence of the incident polarization (Wollas-
ton prism, Nomarski prism, Rochon prism, etc.) [54, 55].
Figure 13: Principle of a Wollaston prism: incident light is split up into ver-
tically and horizontally polarized beams. Optical axes of the crys-
tals are marked by the black arrows. Green and blue arrows de-
pict the two polarization axes. Adapted from [56].
The polarization modulator is used to switch between two perpen-
dicular polarization states and the prism deflects both states with
different angles given by the prism geometry (figure 14). The deflec-
tion angle is not limited by the voltage or the small aperture of most
electro-optical components. As with the EOD, the speed of a DLD
is mainly limited by the time it takes to generate the required high
voltage.
PC WP
HV on
HV oﬀ
Figure 14: Digital light deflection with a Pockels cell (PC) and a Wollaston
prim (WP): at the half-wave voltage, the Pockels cell switches be-
tween vertical and horizontal polarization. The prism deflects the
beam according to its polarization state.
In the course of my PhD project, I designed and tested a DLD
to enhance the field of view of the electro-optical laser scanner. A
Wollaston prism is used as deflecting element and a Pockels cell as a
dynamic optical retarder.
The DLD should be compatible with the current EOD setup. The
idea was to double the effective field of view with a prism that ex-
hibits the same deflection angle as the electro-optical scanner. The
DLD must be switchable at the same frequency in order to switch at
the return points between forward and backward scanning. The cor-
responding scanning scheme is shown in figure 15 and the resulting
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scan in the focal plane is depicted in figure 16. While the required
frequency of 250kHz is not exceptionally high, the duty cycle of 50%
(2µs on, 2µs off) is a rather uncommon use case for Pockels cells.
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Figure 15: Scanning scheme for DLD-EOD laser scanning. The EOD is
driven by the function depicted in figure 12. The two states of
the DLD are switched in the nonlinear range of the EOD driver.
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Figure 16: Resulting electro-optical scanning scheme in the focal plane. The
DLD switches between the two scan regions within nanoseconds.
For ease of application, the voltages of the modulators should be as
low as possible. The modulators itself should be small, but the aper-
tures should be rather large to also let deflected beams pass. These
requirements restrict the number of suitable Pockels cell materials as
discussed in the following.
pockels cells
The working principle of Pockels cells was introduced in section 2.3.
Typical crystal materials are lithium niobate, KD*P (deuterated potas-
sium dihydrogenphosphate), RTP (rubidium titanyl phosphate) and
BBO (beta barium borate). The material has to meet several require-
ments like transparency at the corresponding wavelengths, optical
homogeneity and optical damage threshold. Many electro-optic crys-
tals have undesired properties that need to be considered.
The lack of central symmetry of the underlying crystal structure as
prerequisite for the Pockels effect also causes the piezoelectric effect
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which can hamper the performance of a Pockels cell (acoustic ring-
ing). Ion migration can occur when constantly applying high voltages
(electrochromic damages). Some crystals are hygroscopic or even wa-
ter soluble and must be properly protected from moisture.
We decided for two transversal RTP Pockels cells (Leysop RTP-X-
4-20-AR650-1000) which exhibit none of the discussed shortcomings
and offer relatively low half-wave voltages (1.3kV at 1064nm) at a
compact size. The cells are 45mm long, have a 4mm aperture and
a capacitance of 6pF. Intrinsic birefringence and temperature effects
are compensated by orienting two crystals at 90° to each other (cf.
section 2.3).
The only concern was ion migration due to the large duty cycle
and the relatively long on-times of 2µs. Although the Pockels cells
were operated in a regime not specified by the manufacturer, they
functioned properly during all my experiments.
pockels cell drivers
The Pockels cell driver dictates the dynamic performance of a DLD.
It must provide the Pockels cell with the required voltage at the
given frequency. Most drivers are optimized for Q-switching where
short rise times are wanted, but the fall time is rather irrelevant and
therefore often in the range of microseconds which is not suitable
for the use case depicted in figure 16. So we decided for two drivers
(PCD_dpp, BME KG, Murnau, Germany) which guaranteed short rise
times, low jitter, variable on/off ratio, reserves with regard to voltage
and repetition rate at a fairly short delivery period. The specifications
can be found in table 1.
Max. operating Voltage 2.2 kV
Typical rise time (6 pF load, 1.5 kV, 500 kHz) 7 ns
Max. repetition rate @ 1.54 kV 1.2 MHz
Max. repetition rate @ 2.2 kV 500 kHz
Table 1: Specifications of the high-voltage Pockels cell drivers
The driver is a double push-pull switch controlled by four pulsed
signals sketched in figure 17. Each side (A and B) are switched on
or off by a pulse at the corresponding input. In the used positive
unipolar mode, the Pockels cell is at high voltage when A is on and
B is off. It is grounded for all other states. The drivers are controlled
with the digital outputs of a FPGA card amplified by a wideband
transistor (NXP BFG135) for each channel.
The Pockels cells and drivers were tested in a simple setup depicted
in figure 18. Due to its pulse on demand capability, the diode laser
used for fluorescence excitation (details in appendix B.1) is easily syn-
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Figure 17: Pulses on the four input channels of the Pockels cell driver change
the states of switches A and B (blue and red). The Pockels cell is
at high voltage (green) if A is on and B is off.
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Figure 18: Pockels cell testing with crossed polarizers and a photo detector.
Light passing a polarizer is blocked by a perpendicular oriented
analyzer (left) unless the polarization is changed by the Pockels
cell (center). Aligned polarizers (right) function analogously.
chronized to the Pockels cell. The laser was running at 10MHz, the
Pockels cell driver at 250kHz with 50% duty cycle. The Pockels cell
was placed between two polarizing elements as sketched in figure 18.
A polarizing beam splitter ensured polarization of the incoming laser
light. A Glan-Thompson prism (Thorlabs Inc.) was used as analyzer
and a photodiode (Alphalas UPD-200-SP) as detector. The signal is
recorded by an oscilloscope (Agilent Technologies MSO6054A).
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Figure 19: Polarization switching with crossed polarizers: without high volt-
age, no light is detected (left). The diode detects 20 pulses when
the Pockels cell is at high voltage for 2µs (center). Longer time
scale on the right.
If the orientation of the analyzer is perpendicular to the polarizer
(crossed polarizers) the laser light is blocked by the Glan-Thompson
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Figure 20: Polarization switching with aligned polarizers: the diode con-
stantly detects laser pulses (left) unless the Pockels cell switches
the polarization (center and right).
prism unless the Pockels cell manipulates the polarization (figure 19).
As expected, exactly 20 pulses pass the analyzer before the Pockels
cell is switched. No switching effects such as ringing, overshoot, drift
etc. occurred during the measurements.
The measurements with aligned polarizers are shown in figure 20.
The laser pulses are only blocked if the Pockels cell rotates the polar-
ization by exactly 90°. Thus, the zero line indicates proper switching.
Again, exactly 20 pulses pass the analyzer, 20 pulses are blocked.
In conclusion, the Pockels cells and drivers function as required. A
suitable prism is needed to set up the DLD. As the EOD offers deflec-
tion angles of ± 7.2mrad, I opted for a separation angle of 11.6mrad
to almost double the field of view of the EOD with a combination
of two chromatic Wollaston prisms with 20 arcmin separation angle.
Subsequently, the DLD was integrated into an EOD-STED setup to
test the proposed laser scanning combination. The results are pre-
sented in section 4.3.
4
E X P E R I M E N TA L R E S U LT S
This chapter presents the results of my experimental work. I started
with building a STED microscope with an electro-optical laser scan-
ner from scratch and demonstrated that such a setup is capable of
imaging nanoscale emitters with low photon counts at reasonable
high resolutions. Thereby I could confirm the usefulness of the EOD
for STED nanoscopy, but its disadvantages were also obvious.
The main focus of this thesis was to tackle two of those problems:
the polarizing crystals of the EOD prevent the use of avalanche photo
diodes as fluorescence detectors and the use a confocal pinhole which
usually suppresses out-of-focus light. The second restriction is the
limited deflection angle of the EOD which covers only ∼ 8µm in the
focal plane of a 100 x objective.
In section 4.2 I present a polarization rectifier composed of a Wol-
laston prism and a half-wave plate that allows initially unpolarized
light to pass the polarizing EOD and therefore enables true confocal
detection.
The field of view of the EOD was extended by a digital light de-
flector described in section 3.3. I could nearly double the scan range
with two Pockels cells and a Wollaston prism as shown in section 4.3.
Since this mechanism can be extended by several DLDs, this work
prepares the ground for electro-optical laser scanners capable of cov-
ering a large field of view without a single moving part.
4.1 eod-sted microscopy
The first setup resembled the previous EOD-STED setup mentioned
in section 2.2. The setup was designed in the style of the easySTED
approach discussed in section 3.1 to ensure rugged alignment. The
key components are described in the following. A sketch of the setup
is depicted in figure 21.
4.1.1 Key Components
The basis is formed by an inverted microscope (Leica DMI 4000 B)
equipped with an high-NA oil immersion objective lens (Leica HCX
PL APO 100x/1.46 OIL). A custom-made sample stage is clamped
onto the objective lens to reduce mechanical drift of the sample with
respect to the focus. It allows for coarse x-y-z alignment including
tip/tilt. An additional piezo element (Physik Instrumente P-841.4)
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Figure 21: Sketch of the conventional EOD-easySTED setup. STED and exci-
tation lasers are combined by a longpass filter (LP) and coaligned
by the single-mode fiber (SMF). The beams are scanned by the
EOD and the galvanometric QuadScanner (QS) in conjugate pupil
planes. The segmented waveplate (SWP) renders the STED zero.
The objective lens focuses the lasers into the sample and collects
the fluorescence emission which is filtered by a multiband filter
(MBP), focused on the confocal slit and detected by a hybrid
photo detector (HPD). The newly designed setup with an addi-
tional digital light deflector is shown in figure 29.
can move the sample by ± 20µm in axial direction for focusing and
axial scanning. Details on the stage can be found in [53]. All wave-
plates used in this setup are achromatic waveplates from B. Halle
specified for the used wavelengths. The focal length of the lenses
(Linos AC) is given in mm figure 21.
A quarter-wave plate in the microscope body ensures circular polar-
ization of incoming laser light. The easySTED phase plate (introduced
in section 3.1) in the back focal plane of the objective lens creates the
doughnut shape for the STED laser with 2.5 λ retardation at 775nm.
The laser scanning unit is attached to the camera port of the mi-
croscope. It consists of a 80mm scan lens and a homemade beam
scanner with four galvanometer mirrors (6210H galvanometer, Cam-
bridge Technology) in the conjugate pupil plane of the objective in
QuadScanner arrangement [57]. Two degrees of freedom for each
scanning axis allow for flexible control of the lateral position as well
as the plane of rotation to ensure a beam stationary centered in the
plane of the SWP. A pupil plane scanner was chosen to facilitate the
placement of the electro-optical deflector in another conjugate pupil
plane with proper magnification to allow for largest deflection angles.
The light sources are a self-made 638nm pulsed diode laser (details
in appendix B.1) for excitation and a 775nm pulsed fiber laser (One-
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five Katana-08) for STED. The lasers are filtered by clean-up filters
(Semrock LD01-640/8 and FF01-786/22) and combined by a longpass
filter (FF01-736/LP) before coupling into a polarization-maintaining
single mode fiber (Thorlabs P1-630-PMAR-2) to ensure coalignment
of the laser beams. At the other end of the fiber, the emitted light is
collimated and passes the EOD and the galvanometer scanner before
it enters the microscope.
Due to the polarizing properties of the electro-optical deflector (cf.
section 2.2), the emission has to be decoupled from the illumination
path in front of the EOD without de-scanning by a custom-made spec-
tral multiband filter (ZET 525/50+690/80 NF, AHF Analysentechnik)
to prevent a great loss in signal. The emitted fluorescence light is still
focused in the conjugate focal plane, but the focused beam is moving
with 250kHz along the scanning axis of the EOD, which makes the
use of a confocal pinhole impossible. Out-of-focus light can only be
suppressed by a confocal slit instead which is less efficient since back-
ground light from along the scanning axis of the EOD can pass the
slit. The fluorescence light is filtered by two spectral filters (Semrock
FF01-770/SP and AHF 690/70H) and detected by a single photon
counting hybrid photo detector (HPD R10467U-40, Hamamatsu Pho-
tonics) in a conjugate pupil plane. In comparison with normally used
avalanche photodiodes, the HPD has a lower quantum efficiency in
the red wavelength range, but its larger detection area (∼ 3mm in di-
ameter) is necessary to cover the non-stationary detection path.
The setup was controlled by a personal computer running Win-
dows 7 and a custom-made LabVIEW (National Instruments Lab-
VIEW 2013) program equipped with a field-programmable gate array
(National Instruments PCIe-7852) to handle all inputs and outputs.
The basic software was programmed by Johann Engelhardt and man-
ages STED setups with multiple illumination and detection channels.
The software had to be adjusted to control the EOD which was pri-
marily done by Johann Engelhardt with assistance and minor adop-
tions by myself.
The program usually addresses each pixel through the laser scan-
ner and counts the number of detected photons during the dwell
time before the next pixel is addressed. With the electro-optical scan-
ner, pixel dwell times are reduced to only 5ns corresponding to a
pixel frequency of 200MHz. The transfer rate from the FPGA to the
computer was too low to cope with the data.
Therefore, a data collection mode called streaming was implemented
by Johann Engelhardt. Instead of transferring a large number of pix-
els (mostly with value zero) resulting in high data rates, the position
was only registered if a photon was detected. To further reduce re-
sources the counter was assigned two bits. This method is efficient in
handling the data stream and can also cope with rare but not impos-
sible events like up to three photons per pixel.
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electronic signals
Electronic inputs and outputs are handled by the FPGA card con-
trolled by the custom-made software mentioned above. The trigger
signal comes from the STED laser running at 19.998122MHz to achieve
a uniform spreading of laser pulses along the fast axis of the resonant
electro-optical scanner and prevent aliasing effects (cf. section 2.2).
The galvanometer scanner is controlled by analog signals from the
FPGA, the electro-optical scanner is driven by the two sine functions
described in section 3.2. The excitation laser is synchronized in slave
operation to the STED laser.
The signal of the HPD detector is amplified by two wideband am-
plifiers (ACA-2-37-I and ACA-4-35-N, Becker & Hickl GmbH). Detec-
tor events are fed back to the FPGA using a comparator circuit for
digitalization to count the photon pulses. Digital signals like laser
trigger output and photon detector input can be delayed by several
nanoseconds in 80 ps increments directly within the FPGA to enable
precise laser timing and gated detection. Coarse timing is adjusted by
the length of the coaxial cables between the devices as delay lines.
eod characterization
In the following, I present additional experimental results that char-
acterize the EOD as a part of a complete STED setup. Three aspects
were studied. First, the warm-up phase of the high voltage driver:
the ferrite cores of the coils of the driver heat up in operation caus-
ing a drift of the phases of the LC circuits, e.g. a drift of the scan
position and therefore image blur along the EOD axis. I added a top
blowing cooling fan to stabilize the ferrite temperature and shorten
the warm-up phase (see appendix B.2). Second, I measured the jitter
of the two laser scanning systems as a benchmark of their accuracy.
Third, I optimized the driving signal with regard to the linearity of
the electro-optical scan.
The jitter of the laser scanners is measured by calculating the root
mean square (RMS) deviation from the mean position of a sharp edge
when scanning across an electron beam formed silicon grid (Planotec,
Plano GmbH, Wetzlar). A perfect scanner has zero jitter, imaged ob-
jects always appear at the exact same position. In reality, many factors
affect the precision of laser scanning devices for imaging. It is gener-
ally restricted by the control unit. The scan position can only be as
precise as the driving signal. Mechanical scanners are controlled by
reading out internal position detectors which can be prone to readout
noise. When scanning fast, the inertia of the scanner is a disturbance
factor and signal-to-noise ratios become low due to short read-out
times and short pixel dwell times for imaging [22]. When scanning
slow, various forms of drift can occur, especially drift of the sample.
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Figure 22: Jitter of the electro-optical and the galvanometric laser scanners
at different scanning speeds.
A sharp edge of the grid perpendicular to the scan axis of the EOD
was scanned with the EOD and the QuadScanner consecutively by
3200 line scans. To exclude the above mentioned drift in the warm-up
phase, the EOD was running for an adequate amount of time before
measurements. The position of the edge in each line is determined by
fitting a quadratic function to the minimum of the intensity profile of
the edge. The jitter is given by the root mean square deviation from
the mean position.
The jitter of the two utilized laser scanners is plotted in figure 22
as function of the pixel dwell times, i.e. the scanning speed, while the
other scanner is held constant. Because the resonant electro-optical
scanner is always run at the same frequency, longer dwell times can
only be simulated by line accumulations. In addition, the results for
the EOD are not independent of the galvanometric scanner as the
latter is not stationary but rather drifting around its set position.
Hence, the jitter measurement of the EOD contains the jitter of the
QuadScanner system. Figure 22 indicates that the QuadScanner jitter
constitutes an offset for the EOD. The values are all in the single-digit
nm range which should be sufficient for STED applications.
As described in section 3.2, the high voltage driver has a double
resonant circuit with resonance frequencies 250kHz and 750kHz to
synthesize a linear triangular function. Amplitudes and phases of
the two components were optimized to render the combined two-
dimensional scan with the EOD on the fast axis an two galvanometers
on the slow axis as linear as possible.
The result is depicted in figure 23. A straight line of a µm scale
was placed diagonal to the x- and y-axes of the laser scanners. The
line was both imaged with slow galvanometric scanning as well as
the combined two-dimensional scan. A quadratic function was fitted
to the line profiles to localize the maximum position. This position is
plotted in dependence of the scan position in x-direction.
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Figure 23: Linearity of the EOD and the QuadScanner: measurement of the
position of a straight line with diagonal orientation (left), devia-
tion from a linear fit to these positions (right).
The deviations from are linear fit to the calculated positions is
shown on the left side of figure 23. I used the standard deviation of
the measured positions from the linear fit as a benchmark for the scan-
ner linearity. According to that, the linear range of the EOD is 190 pix-
els corresponding to 3.8µm in the focal plane. In this range, the stan-
dard deviations from linearity are 15.0nm for the EOD and 15.5nm
for the QuadScanner which corresponds to less than 0.5% with re-
spect to the field of view. Sample induced aberrations are typically
larger in biomedical applications [22].
4.1.2 Measurements on Single Antibodies
To confirm the sensitivity of an EOD-STED microscope, I performed
measurements on single antibodies. The presented data was pub-
lished in [16]. Single labeled antibodies fixed on a cover slip seemed
to be an appropriate sample to analyze the sensitivity of the setup.
Typically few dye molecules per antibody are located in a very small
volume of roughly 5×5×5nm3. Brighter than a single molecule, they
represent a realistic test sample to demonstrate resolution capabili-
ties for individual emitters with strong relevance for (cell-)biological
imaging. The aim was to yield a high resolution with relatively few
detected photons and low background.
Single anti-rabbit IgG antibodies conjugated to Atto 647N (Sigma)
were imaged on the EOD-easySTED setup. Sample preparation is de-
scribed in appendix C. Images were taken by accumulating 30 000
frames with 17nm pixel size and 5ns dwell time, i.e. 150µs effective
pixel dwell time. The laser powers in the back focal plane of the ob-
jective were 8µW for the excitation laser and 37.5mW for the STED
laser. The relatively low STED laser power is a compromise between
resolution and detection volume to increase the fluorescence signal.
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Figure 24: EOD-STED images of single antibodies. Cropped raw data on the
left, smoothed by a 2-pixel Gaussian filter on the right. From [16].
Scale bar 300 nm.
Exemplary image data is shown in figure 24. Images were smoothed
by a Gaussian filter of 2 pixel width and analyzed by fitting two-
dimensional Gaussian functions with offset to 62 single antibodies.
Figure 25 shows the resulting FWHM values and the number of de-
tected photons for each antibody. The mean values are 58nm FWHM
and 38 photons per antibody.
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Figure 25: Resolution chart for the imaged antibodies (left) and correspond-
ing histogram showing the number of detected photons per anti-
body(right).
The experiments showed in vitro imaging of nanoscale emitters
in the resolution range of the typical size of vesicles with relatively
few detected photons at very low background levels of ∼ 0.6 photons
per FWHM area. Higher resolutions would increase integration times,
photobleaching and background signal.
A comparison of these results with single molecule localization
microscopy (SMLM) data is not trivial. Few labs have shown two-
dimensional localization performance at a certain photon budget as
these measurements typically yield for large photon counts to in-
crease the resolution and the signal-to-noise ratios of the detecting
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cameras. I compared my results with values from SMLM literature by
assuming that their results scale with the number of detected photons
with 1/
√
N which yields a lower bound for the achievable resolution
at lower photon counts.
Thompson et al. show that ∼ 150 photons are needed for a similar
result in their experiment [37]. Duim et al. report a FWHM of ∼ 20nm
with 2118 photons [58] which would give a FWHM of ∼ 149nm with
38 photons. Bates et al. report a FWHM of 25nm with ∼ 3000 pho-
tons [59]. Converting correspondingly yields 222nm FWHM. Unsur-
prisingly, results in cells show comparably lower resolution due to
high background [60].
This difference is caused by the different mechanisms to achieve
super-resolution: the resolution of a STED microscope is determined
by the illumination pattern and not by the number of detected pho-
tons as in SMLM. In principle, one photon could be enough to pre-
cisely localize an emitter if it is distinct from background. Under
ideal conditions, SMLM can still come quite close. Sahl et al. report
a FWHM of 29nm with 250 photons [61] corresponding to 74nm
FWHM with 38 photons. It should be noted, that meanwhile reported
MINFLUX shows far superior localization performance - especially
with low photon counts - by combining localization with coordinate
targeting [47].
4.2 true confocal detection for eod-sted
As electro-optical laser scanning aims for fast image acquisition and
imaging of fluorophores prone to bleaching processes, it has to cope
with low light levels. The exact position of fluorophores is encoded
in the STED illumination pattern and few photons might be sufficient
for imaging. Any avoidable source of background hampers these ef-
forts.
From this point of view, the detection path used in section 4.1 is
anything but ideal: it had to be decoupled from the illumination path
without de-scanning in front of the EOD. This was accompanied by
two unwanted consequences: the non-stationary detection beam path
prevented the use of a confocal pinhole as well as an APD as photo
detector resulting in inferior suppression of out-of-focus light and
less efficient photon detection at the used red wavelengths.
I could circumvent this outcome by transforming the unpolarized
emission light into two linearly polarized beams with a slight angular
offset by means of a Wollaston prism and a half-wave plate (cf. fig-
ure 26): properly placed close to a conjugated pupil plane of the ob-
jective lens, the Wollaston prism allows linearly polarized laser light
to pass the Wollaston prism almost lossless. The slightly altered angle
can be easily compensated by adjusting the optical path.
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Figure 26: Polarization rectification: incident vertically polarized light from
the left can pass virtually unaltered. Unpolarized emission light
from the right is decomposed into its linearly polarized parts and
split up by the Wollaston prism. A half-wave plate in a conjugate
focal plane rotates only the horizontal polarization.
In contrast, the unpolarized emission is split up into two beams
with perpendicular polarization. The beam with the same polariza-
tion as the incoming light takes the same path and passes the EOD
being de-scanned. Due to the different angle, the second beam is dis-
placed in the conjugated focal plane. A half-wave plate in this conju-
gate focal plane can rotate the polarization to match the one of the
first beam.
The two optical components need to meet several requirements.
The separation angle of the Wollaston prism should be large enough
to separately manipulate the two beams in the conjugate focal plane.
At the same time, it should be as small as possible so that both beams
propagate along a similar path and pass elements with small aper-
tures like the EOD. The deflection must be perpendicular to the scan
axis of the EOD to enable proper polarization at every scan position
of the EOD.
WPλ/2
EOD scan axis
Figure 27: The deflection angle of the Wollaston prism should be preferably
small so that both beams follow similar paths, but it must be large
enough to separate them in the focal plane.
The polarization rectifier was made of an achromatic Wollaston
prism with 20 arcmin separation angle and a half-wave plate (λ/2
460 - 680nm achrom., B. Halle) that was diagonally cut by the optical
workshop of the MPI BPC to yield the correct orientation of the fast
axis.
Both beams can pass the EOD with the correct polarization for de-
scanning. Afterwards, they are separated from residual laser light by
a multiband spectral filter. Due to the displacement in the focal plane,
the beams cannot pass the same pinhole. They are separated by a D-
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shaped mirror. Each beam is focused on a separate pinhole before it
is detected by a separate APD.
One benefit of this configuration is the use of APDs instead of the
HPD which is less efficient, especially in the red range of visible light.
The greater advantage is the background reduction by retrieving the
confocality. It might not be crucial when it comes to measurements
on technical samples like a thin layer of fluorescent beads or single
molecules. For imaging of (thick) biological specimens it is all the
more valuable.
The optical sectioning of confocal microscopes has a large share of
their success in the life sciences. Reducing the already lower resolu-
tion in axial direction should be justified with concrete benefits. All
the better, if one can preserve this feature. In addition, the separate
detection of the polarizations would allow for polarization anisotropy
measurements [62].
The polarization rectifier was initially tested in the EOD-STED setup
described in section 4.1. The multiple changes of the rebuild pre-
vented a direct comparison of the new detection scheme with the old
one. After proof of function, it was combined with the digital light
deflector described in section 3.3 to build an EOD-STED setup with
true confocal detection and an extended field of view. The experimen-
tal results are accordingly presented in the following section.
4.3 digital light deflection and eod-sted nanoscopy
Herein, I present a STED setup that remedies the two major short-
comings of using EODs as laser scanners in STED nanoscopy. The
polarization rectifier described in section 4.2 restores the ability of
confocal detection - i.e. the suppression of out-of-focus light and the
optical sectioning capabilities of the microscope. The digital light de-
flector introduced in section 3.3 nearly doubles the scan range of the
EOD with a mechanism that could be considerably extended.
This proof of principle clears the way for ultrafast laser scanning
with a large field of view. The setup is presented below. Its resolu-
tion is benchmarked in section 4.3.1 and the extended field of view
is demonstrated on the basis of imaging the Golgi apparatus in sec-
tion 4.3.2.
the dld-eod sted setup
The digital light deflector has to be accompanied by a second Pockels
cell to restore the original polarization because the polarization recti-
fier and the segmented phase plate only function properly at the set
polarization (figure 28).
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Figure 28: A second Pockels cell ensures correct polarization for both deflec-
tion states of the DLD.
A sketch of the complete setup is shown in figure 29. The illumina-
tion path is extended by an acousto-optical tunable filter (AOTF, Crys-
tal Technologies PCAOM VIS) that allows for adjusting the power of
the two lasers. The narrow spectral bandwidth renders clean-up fil-
ters unnecessary.
The DLD is placed at the previous position of the electro-optical
deflector with the center of the Wollaston prism in the pupil plane.
A pair of lenses is needed to generate another pupil plane for the
EOD. The Wollaston prism next to the QuadScanner and the diago-
nally cut half-wave plate in the conjugated focal plane constitute the
polarization rectifier.
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Figure 29: Sketch of the DLD-EOD STED setup applying the new confocal
detection scheme, the DLD as field of view extension and the
polarization rectifier that enables true confocal detection.
The same spectral filters were used (cf. section 4.1.1). The multi-
band filter separates the emission from the illumination path and the
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shortpass and one bandpass in front of each detector filter out resid-
ual laser light. The two polarization components generated by the
polarization rectifier are separated by a D-shaped mirror. Each path
is focused on a confocal pinhole of 150µm size and detected by a
single photon counting APD (PerkinElmer SPCM-AQHR-13-FC).
In conclusion, all three laser scanning devices deflect the lasers in
conjugate pupil planes. The electro-optical deflector scans at its res-
onance frequency of 250kHz with ± 7.2mrad deflection angle. The
digital light deflector - switched at the turning points of the EOD - al-
most doubles the field of view through a deflection angle of 11.6mrad.
The QuadScanner scans the slow axis, addresses the region of interest
and can be used as a benchmark for comparisons.
setup alignment
Additional steps in adjusting the setup were the positioning of the
cut half-wave plate, the D-shaped mirror and the two Pockels cells on
4-axis stages, the timing and the voltage of the Pockels cell drivers as
well as the alignment of the two confocal pinholes.
The Pockels cell orientation is critical for proper polarization in pas-
sive and active state. The switching is done at the return points of the
EOD. The voltage of the Pockels cell driver has a large influence as the
phase retardation is wavelength-dependent. A compromise between
excitation and STED has to be found. At the half-wave voltage for
the excitation wavelength, a noticeable fraction of the STED laser is
misguided at the Wollaston prism resulting in lower resolution and
unwanted exposure of the sample. However, the chromatic depen-
dence can be compensated for and is therefore not a conceptual limit
of this approach (cf. section 5.2).
On the other hand, the misguided fraction of the excitation laser re-
sults in decreased image brightness and increased background levels
due to unwanted excitation. I adjusted this compromise by tuning the
Pockels cell voltage during STED imaging with regard to the visual
impression finding the sweet spot between brightness, background
and resolution.
Even though the location of allowed fluorescence emission in the
sample is generally determined by the zero of the off-switching pat-
tern, it can still be shifted by the diffraction limit when using multiple
pinholes as required by the polarization rectifier. The two pinholes
were aligned by consecutively recording STED images and minimiz-
ing the shift between the images of the two detector channels for both
electro-optical and galvanometric scanning. To exclude a negative im-
pact on the results, this effect was avoided by just analyzing one of
the detector channels in the following experiments.
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4.3.1 Resolution
The resolution of the microscope was determined by imaging nano-
sized fluorescent beads with a mean size of 26nm (crimson Fluo-
Spheres, ThermoFisher). The sample preparation is described in ap-
pendix C. The beads were imaged with DLD-EOD and galvanome-
ter laser scanning with comparable configuration. The laser powers
were 7.3µW for excitation and 109mW for STED in the back focal
plane of the objective lens. The pixel size was 17nm with 250µs effec-
tive pixel dwell time, accumulating 1000 frames with 50 accumulated
lines for DLD-EOD scanning. The image size was set to 500× 500 pix-
els or 8.5µm× 8.5µm for the QuadScanner and 800× 706 pixels for
the DLD-EOD scan corresponding to 13.6µm× 12µm.
DLD oﬀ DLD on
overlapEOD DLD-EOD
Figure 30: Division of the DLD-EOD data: the left side with grounded Pock-
els cells is referred to as EOD, the right side as DLD-EOD scan.
The DLD-EOD data is divided into two parts as shown in figure 30:
the left half with grounded Pockels cells represents mere EOD scan-
ning, the right part is assigned to DLD-EOD scanning. Only the cen-
tral 300 pixels are taken into account to omit image parts that are
distorted by the nonlinear scanning behavior at the edges. This corre-
sponds to ∼ 5.1µm which is more than the linear range determined in
figure 23. However, the EOD scan gets only slower at the edges. Im-
ages are elongated along the fast axis resulting in an overestimation
of the resolution in the worst case.
The data is analyzed by fitting a two-dimensional Gaussian distri-
bution to single beads. 34 images were evaluated for the DLD-EOD
scan and 10 images with conventional galvanometer scanning. The
total number of fitted beads was 527 for galvanometric scanning,
1251 for the electro-optical deflector and 1157 for the DLD-EOD scan,
respectively. The resulting resolution histograms are shown in fig-
ures 31 and 32. The mean FWHM fit values are 38.1nm for the gal-
vanometer scanner, 40.0nm for mere EOD scanning and 41.6nm for
the DLD-EOD scan.
The resolution obtained with the DLD-EOD STED arrangement
lags behind the best values reported for STED nanoscopy. This may
among other things be attributed to the overall quite large amount
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Figure 31: Resolution histograms: electro-optical laser scanning on the left,
galvanometer scanning on the right.
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Figure 32: Results for the switched part. Resolution histogram on the left,
scatter plot x-axis versus FWHM on the right.
of optical components and resulting reflection losses and wavefront
distortions impairing the zero. However, the setup is allowing for a
fair comparison of the used laser scanning techniques against each
other.
The obtained resolutions are quite close together for all three of
them (38, 40 and 42 nm). As expected, the resolution is slightly im-
paired by the use of chromatic elements in the DLD, but the difference
is smaller than 10% compared to the best performing galvanometer
scanner. In conclusion, the gain in field of view for the electro-optical
scanner is not accompanied by a significant deterioration of resolu-
tion.
4.3.2 Golgi Imaging
To assess the value of the designed digital light deflector for electro-
optical scanning in a biomedical context, I imaged the Golgi appara-
tus in fixed cells. The samples were kindly provided by Ellen Rother-
mel from the MPI BPC. The Golgi was labeled in Vero cells by indirect
immunostaining with primary rabbit anti-giantin antibodies and sec-
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ondary goat anti-rabbit IgG conjugated to Star 635P (Abberior GmbH,
Göttingen) and fixed by paraformaldehyde.
The cells were imaged via both DLD-EOD as well as galvanometer
laser scanning for comparison with 800× 450 and 700× 700 pixels of
22nm size. Confocal imaging with 0.5µW excitation in the back focal
plane and 50µs effective pixel dwell time (5 frames with 2000 line
accumulations for the EOD), STED imaging with 1.5µW excitation,
56mW STED laser power in the back focal plane and 300µs effec-
tive pixel dwell time (30 frames with 2000 line accumulations for the
EOD).
Figure 33: Raw data of the Golgi apparatus imaged with confocal DLD-EOD
laser scanning. Forward scanning EOD on the left, backward scan-
ning at switched position on the right. Scale bar 1µm.
Raw data for the confocal DLD-EOD image is shown in figure 33.
The left part of the image contains the forward scan with inactive
Pockels cells, the backward scan at the switched position is shown
on the right. To compose a meaningful image the switched part has
to be flipped at first. Each part has to be rotated by 90° because the
slow galvanometric axis of the electro-optical scan is the fast axis of
the QuadScanner. Finally, the two parts have to be properly merged
by clipping the non-linear range of the EOD driver.
Figure 34: Image reconstruction workflow
As the restricted linear range is a property of the high voltage
driver and not the deflector itself, it is a technical problem but not
a conceptual one. A straightforward approach is to determine a map-
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ping function that merges the two image parts by comparing the re-
sulting image to an image scanned with the galvanometer mirrors.
0 200 400 600
image line of recorded image
0
200
400
im
ag
e 
lin
e 
of
 m
ap
pe
d 
im
ag
e
polynomial fit
Figure 35: The mapping function on the left is used to assemble the confocal
image on the right from raw data (figure 33). Scale bar 1µm.
The resulting mapping function is depicted in figure 35. The step in
the middle represents the distorted image parts. They can be omitted
due to the relatively large overlap. The function is smoothed by two
third-degree polynomials on both sides of the step. The assembled
confocal image is shown on the right side of figure 35. Such a map-
ping function could also be used online during image acquisition to
directly save the mapped image.
The mapped EOD-DLD STED image can be found on the left side
of figure 36 accompanied by the QuadScanner complement. Over-
all, the image mapping seems to work well. One can clearly appreci-
ate the benefit of the extended electro-optical scan range. The entire
width of the Golgi apparatus can be imaged at once (cf. the two sec-
tions in figure 33).
The EOD-DLD STED image (figure 36) clearly resolves more de-
tails than the confocal counterpart (figure 35). However, the quality
of the EOD-DLD scan cannot quite keep up with the galvanometric
one which is especially the case for the lower half. The central joining
region seems to suffer from inferior resolution due to the nonlinear
scan. The section with digital light deflection (bottom) exhibits in-
creased background levels as expected due to the dispersion of the
Pockels cell.
The results are discussed in section 5.1, a possible achromatization
of the two DLD components is outlined in section 5.2. Combining
these insights, I present a conceptual design of an electro-optical laser
scanner that covers a large field of view without significantly reduc-
ing the achievable resolution of a STED microscope (section 5.3).
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Figure 36: Mapped EOD-DLD STED image on the left, same section imaged with galvanometer
scanners on the right. Scale bar 1µm.
5
C O N C L U S I O N A N D O U T L O O K
In this chapter, I summarize the experimental results and discuss their
value for future super-resolution setups. In particular, I outline how
achromatization schemes can compensate for the wavelength depen-
dencies introduced by the digital deflector in section 5.2 and, finally,
I present a conceptual design of an electro-optic laser scanner that
allows for ultrafast laser scanning of a large field of view in two di-
mensions without significant shortcomings (section 5.3).
The results presented in section 4.1 have demonstrated the capa-
bilities of a STED microscope using a conventional electro-optical de-
flector in terms of sensitivity and signal-to-noise performance. Single
antibodies conjugated to few fluorophores each were imaged at an
average resolution of 58nm with only 38 detected photons per anti-
body at very low background levels. These measurements are rather
supplementary to previous experiments and a short summary with a
comparison to results reported in the literature is given at the end of
section 4.1.
With respect to the upcoming discussion, it should be noted that
the low amount of background photons did not originate from the
setup design, but from using a very thin sample. The lack of true con-
focal detection is a downside for a super-resolution microscope. Even-
tually, the optical sectioning capabilities are the basis of the success
story of confocal microscopy and not its slightly improved resolution
in comparison to wide-field microscopy [22].
5.1 dld and eod laser scanning for sted nanoscopy
The polarization rectifier and the digital light deflector were success-
fully tested in section 4.3. The proof of concept demonstrates that
neither the polarizing properties of the electro-optical deflector nor
the limited deflection angle are perpetual restrictions.
Moreover, the uniform spreading of the light dose across the sam-
ple is further optimized. In the case of the conventional resonant EOD
scanning, the scanned beam is relatively slow at the return points due
to the resonant driving signal (instead of a perfect triangular func-
tion) resulting in increased dwell times. Fluorophores close to these
return points can be excited again after the reversal of the scan di-
rection. Rapidly switching the DLD at the return points of the EOD
prevents this accumulation of the light dose at the edge of the field of
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view. The minimum time between consecutive excitations is further
increased for each fluorophore.
The setup (figure 29) allowed comparing the three laser scanning
schemes: slow laser scanning with four galvanometric mirrors on
both axes, the conventional ultrafast scanning mode with the EOD
on the fast axis and the newly designed ultrafast mode with the ad-
ditional DLD to extend the scan range of the EOD.
Evaluating the STED resolution obtained by means of the three
scanning modes showed that the field of view extension is not accom-
panied by a significant loss in resolution. The resulting FWHMs were
38nm for the galvanometric scan, 40nm for the EOD scan and 42nm
for scanning with the EOD and the DLD. As explained in section 4.3,
a slightly lower resolution with switched Pockels cells was already
expected in advance due to the wavelength-dependent retardation.
Imaging of the Golgi apparatus demonstrates the value of the in-
creased scan range of the EOD. The whole region of interest was
imaged at once (cf. figures 33 and 35). On the downside, the STED
images in figure 36 reveal the remaining issue of the chromatic re-
tardation of the Pockels cells. As the voltage of the Pockels cell is
rather tuned towards the half-wave voltage of the STED wavelength
to achieve a comparable resolution, the polarization modulation be-
comes imperfect for the excitation laser. As a result, a fraction of
the excitation laser is deflected in the opposite direction. It excites
molecules outside of the current region of interest causing an in-
creased background signal. A possible achromatization scheme pre-
venting such unwanted effects is discussed in the following.
5.2 achromatization of the dld
Looking at the lower half of figure 36, one could justifiably argue
that an achromatization of the DLD is as important as the confocal
detection to suppress background photons that reduce image contrast
and obfuscate the actually resolved image details.
As for other prisms, the combination of two materials with differ-
ent birefringence can yield a Wollaston prism that is achromatic over
a wide wavelength range [63]. For reasons of simplification, I assume
that suitable Wollaston prisms can be manufactured.
The achromatization of the Pockels cell is a crucial step due to the
above mentioned background issue caused by imperfect polarization
modulation. As a Pockels cell is basically a tunable wave retarder (cf.
section 2.3), achromatization of (low-order) waveplates is straightfor-
ward adopted to Pockels cells.
Pancharatnam extensively reported on achromatic combinations of
birefringent materials for polarizers and waveplates [64]. The optimal
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orientation for an achromatic half-wave plate composed of two iden-
tical half-wave plates is published in [65].
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Figure 37: Achromatic zero-order waveplate: the spectrum of a white light
laser is measured with aligned and crossed polarizers (cf. fig-
ure 18) inserting two properly orientated zero-order waveplates
between the crossed polarizes restores the original spectrum (left).
The ratio of the restored and the original spectrum is shown on
the right.
Figure 37 shows the results of a measurement to confirm the fea-
sibility of an achromatic polarization rotation with two zero-order
elements. The experimental setup was similar to the Pockels cell test-
ing with crossed polarizers in section 3.3. The spectrum of a white
light laser (PicoQuant Solea) passing a polarizing beam splitter (po-
larizer) and a Glan-Thompson prism (analyzer) was measured using
a spectrometer (Avantes AvaSpec-2048-SPU). The transmission spec-
trum was recorded both with aligned and with crossed analyzers.
Subsequently, I tried to retrieve the original spectrum by placing zero-
order half-wave plates (633nm, B. Halle) in between the crossed polar-
izers - either through a single waveplate or through two waveplates
with an orientation according to [65].
The ratio of the resulting spectra and the original spectrum for the
aligned analyzers is shown on the right side of figure 37. Unfortu-
nately, the strong fluctuations of these ratios were only discovered at
a late stage of the analysis. However, the experiment demonstrates
that the combination of two zero-order waveplates significantly re-
duces the wavelength dependence of the polarization manipulation.
This achromatization scheme can be directly adopted to Pockels cells
because they are essentially zero-order wave retarders with a tunable
retardation.
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5.3 concept of an ultrafast two-dimensional laser scan-
ner with a large field of view
While the confocal detection scheme and the DLD significantly en-
hance the practical benefits of electro-optical laser scanning, the cov-
erage of the field of view is still rather limited. Hereafter, I propose a
conceptual design of a laser scanner exclusively applying the electro-
optic effect to scan a large field of view and estimate its feasibility as
a scanning scheme in STED nanoscopy. The design is primarily com-
posed of commercially available components and takes the previously
discussed experimental results into consideration.
A straightforward approach to a larger field of view would be the
use of an EOD with an increased scanning range. So far, only few
EODs with large deflection angles have been reported in the litera-
ture [66–69]. However, they all suffer from unwanted effects like non-
linear voltage response, wavefront distortions and astigmatism [70].
Especially astigmatism is known to deteriorate the resolution of a
STED microscope [71, 72]. Acousto-optical deflectors cannot be used
as a laser scanning scheme for STED applications due to the strong
wavelength dependence of the deflection [46].
A variety of multistage DLDs has been reported in the literature
both with Kerr cells [50, 73, 74] and Pockels cells as polarization mod-
ulators [75, 76]. Up to 20 stages of digital light deflection have been
realized for display applications on a large screen [50]. The reported
setups were optimized for high transmission at a single wavelength,
a large number of resolvable spots and high switching speeds.
The combination of an EOD and a multistage DLD as a laser scan-
ning scheme for STED nanoscopy must fulfill additional requirements.
The three major concerns are the polarizing properties of the electro-
optic crystals, the wavelength dependence of the polarization manip-
ulation and the deflection angle, and the lack of a pivot point in a
multistage DLD: as the laser beam is sequentially deflected in differ-
ent planes (inside the Wollaston prisms), each stage has its own pivot
point.
The polarizing issue was solved using the confocal detection scheme
introduced in section 4.2. Achromatization schemes for Wollaston
prisms and Pockels cells are discussed in section 5.2. Thus, the re-
maining concern is the lack of a common pivot point.
The resulting negative impact is estimated as follows: if the pupil
plane of the microscope objective lens is imaged 1:1 into a multistage
DLD, the beam offset in the pupil plane equals the beam offset in
the conjugated pupil plane. To determine acceptable beam offsets
in the pupil plane, I used in-house software that calculates PSFs ac-
cording to Richards and Wolf [77, 78]. Thereby, it allows to evalu-
ate how changing a distinct parameter (here: the beam offset in the
pupil plane) changes the performance of a STED microscope. The
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simulation parameters were comparable to the experimental setups
described herein. Details can be found in appendix D. As I opted for
a two-dimensional electro-optical scanner, I calculated the resolution
of an easySTED microscope for different offsets in the pupil plane.
The simulation results are presented in figure 38: the resulting res-
olution is plotted in the left figure. The central figure indicates that
the loss in resolution is ∼ 10% if the beam is offset by 1mm in x and
y. The right side shows that an offset of 1mm in x and y obtains a
slightly asymmetric STED doughnut, but the quality of the zero is
not impaired.
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Figure 38: Calculated STED resolutions for different beam offsets (in x and
y) in the pupil plane (left) and corresponding loss in resolution
(center). The simulated STED doughnut for 1mm offset in x and
y still exhibits an intact zero (right).
Thus, my framework was to draft a multistage digital light deflec-
tor composed of achromatic components with a maximal beam offset
of 1mm. To yield preferably small offsets, the distance between sub-
sequent DLD elements should be as small as possible. For the sake of
achromatization (cf. section 5.2), two Pockels cells are required which
makes the size of the Pockels cell a crucial parameter.
Raicol offers particularly short transversal RTP Pockels cells with a
length of 20mm and an aperture of 9× 9mm2 (cf. figure 39, Raicol
Crystals [79]). The socket without encapsulation allows for a tight
arrangement. With adequate reserves, an achromatic DLD element of
60mm length should be achievable. A corresponding four-stage DLD
is sketched in figure 39.
A two-dimensional electro optical deflector (Conoptics Model 412-
2Axis [80]) could complete the setup. The achievable deflection angle
can only be estimated by comparing data sheets. I assume that the
two-dimensional EOD offers half the deflection angle of the previ-
ously used model which yields ± 3.6mrad. If this would not be the
case, one could also opt for two pieces of the device used in this work
(in two separate conjugate pupil planes).
Assuming the previous beam dimensions, the beam must be ex-
panded by a factor of 3.6 to yield 5.6mm beam diameter in the pupil
plane of the objective lens. After expansion, the deflection angle is
± 1mrad in x and y. A four-stage DLD with separation angles 2mrad,
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achromatic
DLD element
60 mm
8α 4α 2α α 
RTP EO Cell Structure
Figure 39: Multistage DLD composed of achromatic elements (left): achrom-
atization is achieved by the use of two Pockels cells and an achro-
matic Wollaston prism. The separation angle is doubled by each
subsequent stage. Sketch of the compact RTP Pockels cell (right,
from [79])
4mrad, 8mrad and 16mrad would increase the scan range of the
EOD by a factor of 16.
The beam offset in the pupil plane of the objective lens is mini-
mized by positioning the Wollaston prism with the largest deflection
angle in a conjugate pupil plane. In the worst case (all stages deflect
in the same direction), the beam offset is given by the distance of the
three other Wollaston prisms to the conjugate pupil plane and their
deflection angle which amounts to a maximal beam offset of 0.66mm
for the dimensions assumed above.
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Figure 40: STED setup with the conceptual electro-optical laser scanner.
The laser beams are deflected by ± 3.6mrad through the two-
dimensional EOD. After beam expansion, the scan range is ex-
tended in y-direction by a four-stage DLD and a four-stage DLD
in x-direction resulting in a field of view of 64µm in the focal
plane of the objective lens. The last achromatic Pockels cell is nec-
essary to restore the desired polarization (cf. figure 28).
Thus, the combination of the two-dimensional EOD and two achro-
matic DLDs with four stages each could cover a field of view of ap-
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proximately 64× 64µm2 in the focal plane of the objective lens. The
maximal beam offset in the pupil plane caused by the lack of a com-
mon pivot point would be 0.66mm. The laser beams could still easily
pass the 9mm apertures of the compact Pockels cells. Considering
the calculations presented in figure 38, the resolution would only de-
crease by ∼ 5% due to the relatively small offset in the pupil plane.
The proposed design of a corresponding STED setup exclusively us-
ing electro-optical laser scanning is sketched in figure 40.
It should be noted that realizing a confocal detection scheme (cf.
section 4.2) is more difficult for this setup because the electro-optical
components scan both lateral axes. There is no perpendicular axis
that could be used to easily separate the two polarization compo-
nents of the detection path in a conjugate focal plane. Therefore, the
separation angle of the Wollaston prism of the polarization rectifier
would have to be at least twice as large as the one of the last DLD
stage to completely separate the two polarization components in the
conjugate focal plane.
Due to the large required separation angle, it is rather unlikely that
the second polarization component could still pass through the EOD
for de-scanning. However, there are two additional possibilities to
achieve confocal detection. The simpler solution is to separate the two
polarization components in front of the EOD and de-scan the second
component by a separate EOD. The last option is to separate the two
polarization components in front of the first DLD by a polarizing
beam splitter and to de-scan the second component by a copy of the
complete scanning setup. This might be impractical, but at least it is
not impossible.
o-wavee-wave
interface plane
Figure 41: The location of the interface plane of a Nomarski prism depends
on the orientation of the optic axes. Adapted from [81].
There are several conceivable improvements of the proposed setup.
A more compact design of the DLD elements could result in smaller
offsets of the laser beams in the pupil plane. The same is true for
a monolithic design or the use of immersion: besides reducing re-
flections, this would also keep the deflection angles small inside the
electro-optical crystals as the laser beams would only be refracted at
the last stage. The interface plane of a Nomarski prism can be out-
side of the prism as sketched in figure 41. Its location is determined
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by the orientation of the optic axis of the first prism element. This
might be useful to further reduce the offset of the laser beams inside
the multistage DLD.
In conclusion, this section demonstrates that it should be possible
to cover a large field of view with an ultrafast electro-optical laser
scanner compatible with high-NA optics and super-resolution imag-
ing. Such an electro-optical scanner could also be a very attractive
laser scanning scheme for MINFLUX [47]. It could be used to find
single emitters and localize them by fluorescence signal probing at
certain positions that could be addressed in a very fast and precise
manner by the electro-optical scanner.
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b.1 self-made 638 nm laser
The excitation laser with an AlGaInP diode (HL6385DG, Oclaro Inc.,
San Jose) was designed by Matthias Henrich [83]. It is capable of pulse
on demand operation. I equipped the corresponding board with the
electronic components that generate the pulses, the laser diode itself,
an aluminum housing and a collimating lens (Thorlabs Inc.). Due
to the facet design, the beam profile is elliptically shaped. However,
the laser is coupled into the single-mode fiber and leaves it Gaussian
shaped. The spectrum was narrowed down by a clean-up filter.
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Figure 42: Excitation laser pulses: time profile (left) and spectrum (right).
The final laser pulses were measured behind the fiber. The results
are shown in figure 42. Pulse shapes were measured by a 20GHz
photodiode (UltraFast-20-SM, A.L.S. GmbH, Berlin) recorded on a
12GHz bandwidth sampling oscilloscope (Pico Technology PicoScope
9201A). The pulse length of 160ps± 6ps was determined by averag-
ing over 16 single pulses. The spectrum was measured with a spec-
trometer (100ms integration time, average of 10 spectra on AvaSpec-
2048-SPU, Avantes BV). The resulting laser power was 40µW at a
repetition rate of 20MHz measured in front of the microscope body
which is more than enough for fluorescence excitation.
b.2 eod warm-up
A top blowing 120mm× 120mm fan was installed to actively cool
the ferrite cores in the coils of the EOD driver. The warm-up phase of
the high voltage driver with and without active cooling is shown in
figure 43. The EOD is used for line scans across the Planotec silicon
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grid. Three images with 8 000 lines were recorded by accumulating
100 000 lines and assigning the next 100 000 lines to another image
line. The position of one sharp edge is calculated by fitting quadratic
functions to the minima. This position is plotted in figure 43 as a time
series with 0.4 s time resolution and a total time of 53 minutes.
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Figure 43: Active cooling shortens the warm-up phase of the resonant high
voltage driver of the EOD.
C
S A M P L E P R E PA R AT I O N
single antibodies
Standard microscope object slides and cover glasses were cleaned
for 10 min in 2% Mucasol solution in an ultrasonic bath. The cover
glasses were coated with poly-L-lysine solution (Sigma) for 10 min.
Disperse, single anti-rabbit IgG antibodies produced in goat conju-
gated to Atto 647N (Sigma) were diluted 1:30 000 in PBS and coated
the cover glasses for 10 min. After washing and drying, the slides
were embedded in Mowiol with Trolox and imaged on the micro-
scope. The anti-fading agent Trolox was activated by illuminating
the sample with UV light from the microscope fluorescence lamp for
10 min.
fluorescent beads
Standard microscope cover glasses were cleaned for 10 min in 2% Mu-
casol solution in an ultrasonic bath. For each sample, one cover glass
is coated with poly-L-lysine solution (Sigma) for 10 min. Disperse,
polystyrene nanoparticles loaded with fluorescent dyes (0.02µm crim-
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son FluoSpheres, ThermoFisher) were diluted 1:40 000 in deionized
water and coated the cover glass for 10 min. After washing and dry-
ing, the samples were embedded in Mowiol between the prepared
cover glass and a clean cover glass and glued into an custom-made
aluminum sample holder.D
P S F C A L C U L AT I O N S
The PSF calculations were done by an in-house software that imple-
ments the methods reported by Richards and Wolf [77, 78]. The pro-
gram was developed by Johann Engelhardt and allows to simulate,
inter alia, the effect of a variety of parameters on the resolution of a
STED microscope.
I used it to estimate the negative effect of an offset in the pupil
plane caused by the lack of a common pivot point inside a multistage
DLD as presented in figure 38. Exemplary screen shots with corre-
sponding results for a beam offset of 1mm in x and y are shown in
figures 44 and 45.
The simulation parameters were comparable to the experimental
setups used herein: objective lens with a NA of 1.44, segmented wave
plate designed for 2.5 λ at 775nm, 640nm excitation laser with 100ps
pulses at a repetition rate of 20MHz and 10µW power in the back
focal plane, 775nm STED laser with 1ns pulses at a repetition rate of
20MHz and 50-200mW power in the back focal plane.
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Figure 44: Calculated STED doughnut with 1mm offset in x and y in the pupil plane.
58 psf calculations
Figure 45: Calculated STED resolution with 1mm offset in x and y in the pupil plane.
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